HPS2000 Spectrometer Test Report
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Product Mark
Model No. :ATA-600WB-D

Light Source Spectrum Test Report

Temperature :ATA'C
Operator :1

Remark

Manufacturer :Shenzhen ATA Technology Co.,Ltd
Humidity :65%
Test Date :2019-12-03 20:35:29

Current Wavelengh:664nm, Absolute Power:6062. 667mW/nm
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Photosynthetically Parameters

PPF=1717.700umol/s
PPFg=199.270umol/s
PRF=306.5W
PHIeuv=2.3999W
PHIer=218.8640W
300~400nm: 0.7%
601~700nm: 62.05%
P cha=4.7028W

P chB=19.3853W

Photo Parameters

Flux:50716.561m

Ele. Parameters

Voltage:U=220.100V
Power:P=612.90W

Instrument state
Instrument Type:Hopoo HPS2000 Integral Time: 2.000ms VPeak: 54065

Instrument ID: 201811045 Scan Range:
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PPFuv=6.562umol/s PPFb=330.419%umol/s
PPFr=1188.010umol/s PPFfr=13.935umol/s

Photon Flux=1738.200umol/s
PHIeb=86.2085W PHIeg=43.1995W
PHIefr=2.2941W R:B=2.5388
401~500nm: 24.45% 501~600nm: 12.25%
701~800nm: 0.6% >800nm: 0.0%
P chAt=2351.4099J PPE=2.8umol/J
PchBt=9692.6602J PFE=0.576W/W

Radiant:352.96W

Current:I=2.8350A
Power Factor:PF=0.982

200-800nm VDark: 2085
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